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MEASUREMENT OF THE THERMAL NEUTRON ABSORPTION CROSS 
SECTION OF BORON BY MEANS OF A TIME OF FLIGHT TECHNIQUE 
BY A. DERUYTTER (CEN-SCK), G. DEBUS, K. LAUER, H. MORET, 
A. PROSDOCIMI (CBNM, EURATOM) 
Central Bureau for Nuclear Measurements-EURATOM-Geel. 
Centre d'Etude de l'Energie Nucleaire-CEN-Mol. 
Report on contact n° 002.59.8 - AMPB. 
May 1962 - pages 41 + fig. 10. 
A precise determination of the neutron absorption cross-section of boron in 
the thermal energy region, 0.006 - 0.082 eV, has been undertaken by means of 
time-of-flight technique. 
Two samples of deuterated boric acid solution in heavy water were measured, 
containing respectively 19.81 % and 96.51 % of B10. 
The following results were obtained (at 0.0253 eV) : 
Sample n° 1 : <r» = (761 ± 2)b; 
Sample n° 2 : <ra = (3703 ± 9)b;. 
from which the following values for the absorption cross section of Β1" are 
respectively derived : 
<MB10) = (3840 ± l l )b ; 
τ , (B10) = (3837 ± 9)b. 
Their weighted mean is equal to (3838 ± 10)b. 
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The present report describes a precision measurement of the 
absorption cross section of boron for thermal neutrons by a joint 
group of scientists from CEN-SCK, Mol, Belgium and from Euratom's 
Central Bureau for Nuclear Measurements, Geel, Belgium. 
This programme was started at the end of 1959, at a time when 
the boron absorption cross-section values available presented discrepancies 
much larger than the errors quoted. Because of the importance of 
boron as a standard for neutron cross-section measurements, it was 
decided to try to improve the absorption cross-section measurement, 
as a supplement to the chemical and isotopie investigations on boron, 
already started in view of the establishment at the Central Bureau for 
Nuclear Measurements of a stock of standard boron. 
Recent results on the boron absorption cross section have been 
obtained either for a neutron energy above 0.018 eV (ORNL-group) 
or with a crystal spectrometer (Columbia-group). It was felt that a 
measurement in an energy range centered around 0.025 eV and by a 
time-of-flight technique would be a useful addition to the available 
data. 
I should like to thank the CEN-SCK-scientists, especially 
M. M. Néve de Mévergnies, head of the neutron physics department, 
for the very pleasant cooperation within the joint group. 
J. SPAEPEN. 
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MEASUREMENT OF THE THERMAL NEUTRON ABSORPTION 
CROSS­SECTION OF BORON BY MEANS OF TIME 
OF FLIGHT TECHNIQUE 
SUMMARY. 
A precise determination of the neutron absorption cross­section of boron in the thermal energy region, 
0.006 ­ 0.082 eV, has been undertaken by means of time­of­flight technique. 
Two samples of deuterated boric acid solution in heavy water were measured, containing respectively 
19.81 % and 96.51 % of Bio. 
The following results were obtained (at 0.0253 eV) : 
Sample n° 1 : ffa = (761 ± 2)b 
Sample n° 2 : a¡¡ = (3703 ± 9)b, 
from which the following values for the absorption cross section of B 1 0 are respectively derived : 
cra (Bi") = (3840 ± l l ) b 
0­a (Bi") = (3837 ± 9)b 
Their weighted mean is equal to (3838 ± 10)b. 
1. I N T R O D U C T I O N (*) 
1.1 — Present status of the measurements . 
The special importance of boron as a standard thermal neutron absorber is due both 
to the high absorption cross­section of its isotope of mass 10 in the reaction Β 1 0 (η, a ) Li7 and 
to its rigorous 1 / V E behaviour versus the energy E of neutrons, a phenomenon which has been 
checked up to values of the order of 104 eV. 
About 20 % of B l n is present in the natural element with fluctuations generally attri­
buted to the geographical origin of the ore ; thus, mention of the origin should always be 
made in the case of "natural" boron. 
The measuring procedures applied up to now consist, in general, of neutron transmis­
sion measurements, applying either time­of­flight methods (chopper and pulsed accelerators) 
or using monochromatic neutrons (crystal spectrometer). Some measuring procedures were 
based on the mean life of neutrons pulsed in an absorbent diffuser ; some others, applying 
the pile­oscillator method, made it possible to draw comparisons between various boron 
samples. Measurements of the mean life of neutrons, although more complicated from the 
standpoint of interpretation, give the absorption cross­section, whereas transmission measure­
ments, being directly related to the total cross­section, require that the scattering cross­section 
is known. 
(*) A. Prosdocimi, Euratom. 
Table I gives for natural boron and its isotope B , ü a complete and up­to­date picture 
of the results either published by other experimenters or obtained in the course of this 
investigation, expressed in terms of the absorption cross­section for 2,200 m/s neutrons (or 
with an energy of 0.0253 eV). 
Before proceeding to a comparative analysis, a special remark should be made about 
the isotopie ratio of B1" to B 1 1 in natural boron. In fact, the value of the absorption 
cross­section becomes significant only when such a parametei as can be obtained by means 
of mass­spectrometric determination is considered. 
The main feature of the measurements made up to 1958 was that they were, in scope, 
restricted to natural boron, stocks of which had been prepared previously in various labo­
ratories, and intended to catry out comparative measurements of the various stocks available. 
Determination of the isotopie ratio of B 1 0 were carried out separately on the whole stock 
but not during each cross­section measutement. 
It was thus ascertained that standard ANL ­ BNL boron from California contained 
(19.8 ± 0.2) % of B1 0 , ref. 11 and 15. For other boron supplies, the absorption cross­sec­
tion ratios were found to be as follows : 
Harwel/ANL­BNL = 1.012 ± 0.003 ref. 4 and 16 
Oxford/Harwell = 1.001 ± 0.003 ref. 6 
Stockholm/ANL­BNL = 0.997 ± 0.007 ref. 9 
A different trend noticeable in the recent measurements, made from I960 onwards, 
consisted in detetmining the isotopie ratio of evety sample subjected to neutron transmis­
sion, affording the possibility of utilizing samples with a higher B 1 0 enrichment. Accord­
ingly, the aim in view is now to arrive at a conclusive detetmination of the absorption 
cross­section of isotope B1 0 and to make the definition of the various boron standards either 
available or being established dependent upon the determination of their isotopie ratio. It 
is the desite to achieve this purpose which forms the basis of the experiment described in 
this report. The values of σΑ normalized for B1" and energy 0.0253 eV have thus been 
determined and ate given in Table I for the purpose of comparison only. 
1.2 — Purpose of the measurement. 
If a comparison is made between the various values obtained for the thermal absorp­
tion cross­section of the so­called "natural baron", taking account of their respective sta­
tistical deviations (Fig. 1), the differences observed among them are not always justified by the 
level of accuracy attained during the measurements. These differences should be attributed to the 
presence of systematic etrors which cannot always be clearly singled out or evaluated. It 
is with the main purpose of minimizing the causes of systematic etror that we have resumed 
boron cross­section measurements, being particularly careful to achieve the same degtee of 
accuracy in all the experimental steps contributing to the final result. It was necessary tc 
cut dewn to essentials the data to be taken into account in the earlier works of previous 
research workers. 
The essential factors affecting the accuracy of the results were as follows :— 
— measurement of B1" isotopie ratio using a mass­spectrometer; this measurement should 
be made with the same boron material as used for the expetiment ; 
— measutement of the boron content by chemical analysis, ascertaining at the same time 
its degree of chemical purity, in particular with respect to high neutron cross­section ele­
ments ; 
— defining both the uniform thickness of the absorbent sample subjected to neutron trans­
mission, this being obtained by accurate selection of materials, and the shape and dimen­
sions of the container ; 
IT. ( Β ) ; 
FIG. Present status of the thermal cross-section of natural B. 
— establishing as neutron transmission of the boron sample a suitable value to be calculated 
on the basis of results selected on account of their statistical reliability and producing a high 
count likely to reduce the statistical error inherent in the measurement. 
In the course of the experiment, many other precautions proved necessary, some of 
the most important of which were : 
—■ elimination from the boron material of any trace of hydrogen ; this was achieved by 
using deuterated compounds only, and performing all handling operations in controlled 
atmosphere ; 
— use of boron with high B'° enrichment in order to render negligible other sections of 
secondary importance in relation to the predominant value of σΑ (Β10) ; 
— direct measurement of the transmission of the heavy water used as solvent in the pre­
paration of the boron in order to coirect for the effects of any density variation in the 
B203 solutions ; 
— integtal monitoting of the neutron beam in order to offset any intensity fluctuation of 
the neutron flux ; 
— alternate cycle exposure of the samples to the neutron beam in order to offset the long­
term drift to which the expetimental conditions could be subject ; 
strictly accurate re­positioning of the sample in the neutron beam by means of an auto­
matic device ; 
break­down into sub­totals of the count of the neutrons transmitted so as to check the 
statistical distribution of the measurements. 
1.3 — Exper imental method. 
The measuring procedure followed was based on the transmission of a còllimated 
neutron beam through a test specimen of uniform thickness d placed in the direction of 
the beam and made of a material with a total macroscopic cross­section Στ· As a result of 
being transmitted through the test specimen, the neutron beam of intensity I0 is attenuated 
to an intensity I according to the relation 
I = I0 exp ( — d Σ τ ) [1] 
In order to obtain a homogeneous distribution of the boron atoms in the specimen, 
the boron is utilized in the form of a ­B203 — heavy water solution kept in pure quartz con­
tainers with flat parallel walls. In these conditions, and with a container wall thickness 8, 
the neutron beam attenuation is : 
I = I0 exp [—d Σ τ (B203) — d Σ τ (D20) — 5ΣΤ (Si02)] [2] 
It is enough, then, to repeat the transmission measurement with the same container, 
filled this time with heavy water only, 
Γ = I0 exp [—d Σ τ (D20) — δΣ τ (Si02)] 
to derive from [2] and [3] the macroscopic cross­section of B203, 
Σ τ (B203) = 1/d · In (Γ/Ι). 
[3] 
[4] 
In tum, the B203 total macroscopic cross­section is composed of the following terms, 
N(B203) being the number of molecules per unit c f volume. 
Σ τ = Ν (B203) [2σΑ (Β) + 2σ5 (Β) + 3στ (Ο)] [5] 
in wich 
σΑ is the absorption microscopic cross­section 
as is the scattering microscopic cross­section 
στ is the total microscopic cross­section. 
The numerical values of the individual terms are, according to the current bibliogra­
phical references (ref. 17), given in "barn" units (i.e., 10~2 4 cm2) and at the energy E0 = 
0.0253 eV, 
Atom 
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0.005 ± 0.003 
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4.0 ± 0.5 





4.24 ± 0.02 
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As in the present experiment the measurable quantity is that given between brackets 
in [5] , it was necessary, in order to determine σΑ (Β), to make a hypothesis on the remain­
ning terms. In line with refs. 7 and 18, it was assumed that. 
2σ5 (Β) + 3στ (O) = 21 barns [6] 
The contribution of these terms to στ (B203) amounts to 1.3 % in the case of 
natural boron and to 0.3 % in the case of boron with 96 % B 1 0 enrichment, so that any 
uncertainty involved cannot appreciably influence the results. 
The transmission experiment was performed at the same time and in identical experi­
mental conditions on 4 samples held in identical quartz cells : 
a¡ 1.67 % solution of B203 in heavy water, (19.8 % of B10) ; 
b) 0.38 % solution of B203 in heavy water, (96.5 % of B10) ; 
c) heavy water, (compensation sample) ; 
d) helium gas, (compensation sample). 
From relative comparisons, the following measurements can be obtained : 
a/c — total cross­section of B203 with 19.8 % of B 1 0 enrichment ; 
b /c —· total cross­section of B203 with 96.5 % of B 1 0 enrichment ; 
c/d — total cross­section of heavy water. 
This latter factor is designed to introduce the density correction as described in 
chapter 4. 
The neutron beam was provided by the thermal column of the BR­1 reactor at Mol 
(power 4 M W ) , which has a Maxwellian spectrum with a characteristic temperature of 
58° C. 
Given the dependence of σΑ (Β) on the neutron energy, the "time­of­flight" tech­
nique was applied to the transmission measurement using a thermal neutron chopper and a 
multi­channel analyser both of wich are described in chap. 3. 
Two series of measurements, each one over 25 channels, covered the following 
energy ranges : 
0.006 — 0.027 eV ; series "K" ; 
0.013 — 0.082 eV ; series "L" ; 
they were made to overlap at the conventional thermal energy of 0.0253 eV. 
The value of σΑ (Β) for neutrons of velocity 2,200 m/s is derived from the assump­
tion that the 1/v law applies to boron within the energy range investigated. In other words, 
according to this hypothesis, the quantity. 
Κ = σΑ (Β)Λ = [στ (Β203) — 21 barns]/2r [7] 
should be independent of the energy (or of the time­of­flight τ). After having established 
the maintenance of such uniformity within the limits of the statistical deviations inherent 
in single measurements, we may finally obtain : 
σΑ (B)220o = Κ · τ 220o [8] 
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2. SAMPLE PREPARATION 
2.1 — Boron sample prepara t ion (*). 
2.1.1 —· Preparation of natural boron solution. 
As raw material, we used boric anhydride (a 5 kg batch of pure anhydride Merck, p. A.) 
supplied to us with the following analysis report : 
B203 content: 99.4 % 
Desiccation loss : 0.32 % 
Chloride (CI) : approx. 0.0003 % 
Sulphate (S04) : approx. 0.003 % 
Silicate (Si02) : approx. 0.0008 a. 'o 
Phosphate (P04) : approx. 0.0005 % 
Copper (Cu) : approx. 0.00006 % 
Lead and Zinc (as lead) : approx. 0.0005 % 
Iron (Fe) : approx. 0.00007 % 
Calcium (Ca) : less than 0.001 % 
Arsenic (As) : practically free 
Water : maximum 0.32% (eliminated through desiccation) 
An aliquot part of the Merck boric anhydride was oven-dried at 800-900° for about 
6 hours in a platinum capsule to produce an anhydride, the water content of which was 
assumed to be of the order of 0.1 %. It was then dissolved in hot heavy water. After cooling 
down to approximately 0" C, the re-crystallized product was collected on a Gooch filter. The 
resulting chemical compound, corresponding to the formula B203, χ H 2 0 , y D 2 0 was then 
exposed for 8 hours in an exsiccatot to a dry nitrogen stream at 20"C to dehydrate it to a com­
pound intermediate between D3B03 and DB0 2 . This compound contained negligible traces of 
H3B03 -f- HB02 , and has dissolved in heavy water to obtain a solution containing about 2 % 
of B203. Quartz containers were used for all handling operations and all operation performed 
in a dry base. 
2.1.2 — Preparation of the enriched boron solution. 
The B1 0 enriched compound was supplied by the Oak Ridge National Laboratory in the 
form of boric acid. It was dried at 20" C for 4 hours in an exsiccator in a dry nitrogen stream, 
re-crystallized from its heavy-water solution and dried again for 8 hours in a dry nitrogen 
stream. The product obtained, which corresponded to a formula identical to the one given for 
the natutal boron product, was then dissolved in heavy water to obtain a solution containing 
approximately 0.5 % of B203. As in the first case, all the handling operations were carried out 
in quartz containers in a dry-box. 
2.1.3 — Checking of purified product. 
Both spectrum and chemical analysis confirmed the data given in the supplier's analysis 
report, demonstrating the absence in both natural and enriched boron compounds of harmful 
quantities of elements having high neutron cross-sections. 
(*) K. F. Lauer, Euratom. 
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2.2 — Boron content determination (*). 
The two solutions referred to above were titrated to determine their exact boric acid 
contents. The titration method used was based on the neutralization by sodium hydroxide of 
the highly acidity on boric acid­mannitol complex ; the end points of the reaction were detected 
by an accurate Potentiometrie method, (ref. 19). 
By this method, the end point is localised by recording in the neighbourhood of the end 
point the derivative of succesive potential changes resulting from successive additions of very 
small quantities of NaOH(0,ln) of the order of 0.015 ml. 
The total quantity of 0,ln NaOH used for titrating on known weight of H3B03 solution 
is given by the volume dispensed between the first end point, corresponding to the neutraliza­
tion of a few drops of hydrochloric acid added to the medium in the presence of the boric acid 
at the start of titration, and the end point corresponding to the final neutralization point of the 
boric acid after mannitol addition. 
The normality of the NaOH solution was accurately determined by standardization with : 
a) HCl [concentration determined by gravimetric analysis (AgCl)] , b) Potassium and phtalate 
(NBS) and benzoic acid (NBS). 
On the other hand, the titration method was found to be in agteement within 0,04 % 
with the gravimetric analysis method used to determine the boric acid by weight [calcium 
borate] (ref. 20), this is less then the standard deviation (95 % security) of 0.045 % of the 
gravimetric method. 
The results obtained were calculated by using the evaluation of the molecular weight of 
boric anhydride, the atomic weight of boron derived frcm its isotopie composition determined by 
mass spectrometry. The results are given in grams of boric anhydride per 100 g. of solution. 
The various data regarding the solutions have been grouped in the following table : 
Isotopie composition as shown by the mass 
specttometry laboratory 
Molecular weight of boric anhydride calculated 
on the basis of the isotopie content . . . . 
Concentration of the solution in g. of B203 per 
100 g. of solution 
Natural Boron Enriched Boron 
% B 1 0 = 1 9 . 8 1 ± 0 . 0 2 % B 0 1 = 9 6 . 5 1 5 ±0.013 
69.6040 ± 0.0004 
1.67712 + 0.00018 
68.0696 ±0.0002 
0.38591 ±0.00011 
2.3 — Mass spectrometric determinat ion (**). 
A 60° deflection, 12 inch radius mass spectrometer was used for the isotopie analysis. 
The filaments for the triple filament source were fabricated of tantalum ribbon (0.0035 mm. 
χ 0.7 mm.). These filaments were mounted on kovar terminals. A few drops of a concen­
trated solution of H B 0 3 ·—■ NaOH mixture were loaded on the side filaments and evaporated 
to dryness in air. After mounting the filaments in the ion source the mass spectrometer was 
evacuated to 2 · 10—G mm Hg or better. 
The filaments were heated by means of a d.c. electric current and Na2B02 + ions were 
obtained. On the recorded spectrum the N a 2 B n 0 2 + peak was corrected by — 0.074 % of the 
Na2B1 0O2+ peak (correction necssary for the contribution of the ion Na2B10O1( iO17 to the 
N a 2 B n 0 1 G 0 1 0 peak). 
(*) K. F. Lauer, Euratom. 
(**) G. Debus, Euratom. 
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Focussing of the two masses was obtained by a constant acceleration voltage (7000 V) 
and magnetic scanning. 
The isotopie composition of a sample of normal boron was determined by measuring 
twenty loadings (each of 10 scans or more). 
The final results were : 
B1 0 : (19.81 ± 0.04) % (95 % probability for the standard deviation of the mean); 
B 1 1 : (80.19 ± 0.04) %. 
A sample of enriched boron was measured (14 loadings of 10 scans or more). 
The result was : 
B1 0 : (96.515 ± 0.022) % (95 % prob, of stand, dev. of mean) ; 
B 1 1 : (3.485 ± 0.022) %. 
A small amount of mass discrimination may influence the absolute value of these results. 
This mass discrimination is presently being investigated. 
2.4 — Samples specifications (*). 
2.4.1 — Heavy water and solution densities. 
A batch of heavy water was completely distilled in a vacuum distillation apparatus, the 
first and last fraction being collected in a big flask, while the middle fraction was collected in 
a glass test tube containing a calibrated float made in fused quartz. Handling and distillation 
were performed in a special dry-box with a relative humidity better than 5 %. In order to carry 
out a density measurement the test tube was transferred to a high precision thermostat. The 
temperature is adjusted to a value at which the float is in kinetic equilibrium with the sur-
rounding liquid, i.e. the densities of liquid and float are equal. From this temperature the den-
sity of D 2 0 at 25° C is derived by means of the known density of the float (ref. 21), 
p0 (25"C) - 1.104485 g/cm3 . 
To deteimine the densities of the natural and enriched boric acid solutions the filling 
tube of the cells were provided with a reference mark. By weighing the cells empty and filled 
with distilled water the volume capacity of each cell was measured. After the filling procedure 













Density at 25° C 
— 
(1.104485 ± 0.000001) g/cm3 
(1.1162 ± 0.0001 ) » 
(1.1072 ± 0.0001 ) 
2.4.2 — Measuring cells. 
The cells (Fig. 2), are made of fused quartz. The diameter and cell length d are 52 and 
20 mm respectively. The cell length was specified with an accuracy of + 0.010 mm. These dimen-
(*) H. Moret, Euratom. 
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FIG. 2 . — Measuring cell and neutron diaphragm, 
a — Quartz cell. 
b — Perspex holder, 
c — Cadmium window. 
sions could be determined with a method specially designed for this purpose : steel balls 
were dropped into the cells and magnetically clamped against the inner sides ot the 
windows ; by means of a measuring microscope the distance between the balls was measured. 
From this the cell lengths and their uniformity could be determined with an accuracy of ± 5 μ 
(ref. 22). From the topography of the cells, the average cell lengths were calculated. Over a 
central area of 40 mm diameter the maximum deviations from the average value are smaller 







(2.005 ± 0.001) cm 
(2.004 ± 0.001) » 
(2.003 ± 0.001) » 
(2.005 ± 0.001) » 
Total thickness of the tivo windows 
(0.395 ± 0.002) cm 
(0.390 ± 0.002) » 
(0.393 ± 0.001) » 
(0.397 ± 0.002) »> 
(from BCMN Certificate E—39) 
The vacuum tightness of the cells has been checked too. The filling of the cell was 
carried out in the controlled atmosphere of the dry-box. All the necessary equipment was 
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left in the dry-box during 24 hours. Then solution was transferred from the flask into the cells 
by means of hypodermic syringes. The fourth cell was flushed and filled with helium. After 
careful removal of air bubbles all the sample cells were sealed with a plastic cap. 
2.4.3 — Sample positioning. 
In order to place the sample cells in the neutron beam each of them was fitted in a holder 
made from perspex, according to fig. 2. 
The cells are thus completely shielded by cadmium foils of 0.3 mm thickness, apart from 
the aperture of 40 mm diameter determining the diaphragm of the neutron beam through 
the cell. The apertures have been measured with a travelling microscope to within ± 0.02 mm 
with the following results : 






(4.006 ± 0.001) cm 
(4.004 ± 0.002) » 
(4.001 ± 0.002) » 
(4.000 ± 0.002) » 
(from BCMN Certificate E—42) 
A sample changer, (fig. 3), designed for a positioning accuracy of ± 0.1 mm has four 
mounting holes fitting the cell holders (ref. 23). This apparatus has the function to interchange 
automatically, after a preset time, the four samples in the same position of the neutron beam. 
It was set on the mounting rail of the slow chopper and aligned with the axis of the neutron 
beam already determined by a flux mapping. Also the windows of the cells were placed per-
pendicular to the same axis with a precision of ± 0.003 rad. At the same time the flight 
path length was measured with a telescopic jig adjusted to equal length with the distance 
between the rotor and the counter bank of the slow chopper. The jig length was measured in 
the laboratory with a cathetometer. The length of the flight path was, ref. 24, 
L0 = (194.70 ± 0.02) cm. 
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— Rotary plate. 
— Sample holder. 
— Driving cross gear. 
— Cam wheel . 
FIG. 3. — Four place sample changer. 
3. EXPERIMENTAL APPARATUS. (*) 
3.1 — Slow chopper. 
3.1.1 — Rotor. 
The rotor of the chopper is of the well known Fermi type and consists of a stock of 
plates, alternatively Cd and Al. Each Cd-Al-Cd set forms a neutron transmitting slit, the Al 
being the slit core and the Cd the walls. The slit width is 1 mm, its length 59 mm, and its 
(*) A. J. Deruytter, CEN-SCK. 
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dimension parallel to the rotation axis is 170 mm. The rotation axis is horizontal. All slits 
have the same dimensions ; in this way they also have uniform dynamic transmission charac­
teristics, which makes corrections easier. 
The chopper is driven by a two-phase asynchronous motor, which is powered by a variable 
frequency oscillator and output amplifier. Motor speed is variable between 900 and 15.000 
revolutions per minute. The stability of this speed over short periods is 0.1 % ; over long 
periods (several days) 0.5 %. 
From the different parameters one derives for the minimum burst time about 20 μβ, 
and for the maximum length of the flight path 2.8 m to avoid overlapping of bursts. In 
general, however, a flight path of only 2 m is used. 
3.1.2 — Electronic equipment (ref. 25) 
The timing pulses are generated by a 2 MHz quartz oscillator. After passage through 
a gate, opened by the start signal t0, the frequency is divided down to 100 kHz, allowing a 
good precision for the time determination and a minimum channel width of 10 μ3. The start 
signal of the time-base is obtained from a collimated beam of light reflected into a photomul-
tiplier by two mirrors on the rotor axis ; there is a phase difference of 180° between them. 
Between the start signal and the opening of the first counting channel a delay may be inserted 
ranging from 0 to 1000 channel widths. Channel widths are provided ranging from 10 \x.s to 
1000 \xs in multiples of 10 \is and from 100 μ5 to 200 μ5 in multiples of 20 μ5. 
At the end of the delay period the 25 counting channels are successively opened. Neu­
tron counts arriving during this period are stored in a magnetic core memory. After comple­
tion of a measurement, a read-out cycle is generated during which the data are printed out on 
paper tape. Afterwards a new sample is inserted and a new memory cycle started. All these 
operations are fully automatic. 
3.1.3 — Detectors. 
The detection system consists of BF3-counters made by 20th Century Cy., type 12EB70, 
(1 inch diameter) with their axis perpendicular to the beam direction and at equal distances 
from the rotor. 
3.2 — Neutron energy calibration (ref. 24,26). 
For the accurate cross-section work reported here a careful neutron energy calibration 
was of the utmost importance. So the time of flight of the neutrons from the centre of the rotor 
to the detectors should be known with good accuracy. To achieve this, the start signal of the 
timing circuit must exactly coincide with the maximum of the burst intensity at the centre of 
the rotor ; the distance from the rotor-axis to the detection point of the neutron in the detector 
and the time elapsed from the start signal to the moment of detection must be determined with 
care. Possible systematic errors and their influence on the calibration precision are discussed 
in Appendix III. Here the calibration method is described and the results and final accuracy 
are discussed. 
3.2.1 — Method. 
To calibrate the wavelength scale we measured the transmission of some polycrystalline 
materials. They show a sharp break in the coherent scattering cross-section at some typical 
wave-lengths. This break is broadened by the resolution of the apparatus. Before and after 
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the break the cross-section varies slowly. For these parts of the transmission curve weighted best 
straight line fits "are calculated. The position of the break is taken at a flight-time such that 
areas A and Β are equal in fig. 4. For a symmetric break this condition yields a flight-time 
corresponding to a transmission T c = Vi (TA -+- TB), where TA and TB are the transmissions 
deduced from the extrapolated straight line fits. In both cases of symmetric and non symme­
tric break the errors on the individual transmission values determine the accuracy of the measur­
ed break position. To describe the experimental points a normalized gaussian resolution func­
tion 
was applied with a = 
R ( t — t') : 





Δ t0 is the full width at half height of the resolution 
function. 
To get good transmission values a very stable beam monitor is required. Α 4π fission 
chamber (ref. 27) flow counter with a 0.1 mg/cm 2 U 2 3 5 — layer was used in the direct beam 
between the pile collimator and the rotor. 
In fig. 4 the cut-off for the (110) planes in α Fe is represented for a rotor speed of 
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1900 2000 2100 2200 2300 
FIG. 4 . — Transmission cut-off for the plane (110 ) of α-Fe. 
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value of the break-position is shown as a full line. For two fictive break positions shifted over 
0.5 % with respect to the determined position, similar curves are shown. The full line fits the 
experimental points much better. The statistical accuracy of the experimental points is not 
very high but even then one concludes that errors of 0.2 % can easily be detected. 
The accuracy of the method is limited by the statistical errors on the points of the 
transmission curve for the break considered. A statistical error of 0.2 % for the transmission 
values seems a reasonable minimum with an ac:eptable measuring time. 
A polycrystal has to be selected with precisely known lattice constants. The accuracy 
found in crystallographic tables is mostly sufficient. However Gould et and reported a deviation 
for the graphite br?ak at 6.70 A of about 0.9 % due to the dependence of the « d »-value of 
graphite upon the conditions under which it was crystalized. In our graphite sample we did not 
find such a shift. 
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For simplicity of analysis a symmetrical break with mean transmission of about 0.5 
should be used. Attention should also be paid to the units used for the lattice parameters 
for there is a difference between them dgratrng / ds = 1.00204. 
Looking at the previously discussed systematical errors and at the error of the calibration 
method a final total error of 0.2 % was accepted. This was also the mean deviation between 
the experimental and calculated cut-off positions for several polycrystals as reported in (ref. 26). 
3.2.2 — Calibration measurements for the boron cross-section measurements. 
Before the boron cross section measurements were started, the rotor bearings were replaced. 
After this operation the light-source PM adjustment was disturbed, so that a delay occured 
between the start pulse from the PM and the real start pulse of the time base at the moment of 
maximum neutron intensity at the center of the rotor. During the boron measurements nothing 
was changed, as this time shift could easily be corrected for by two calibration runs : one in the 
actual conditions of the boron measurements and one after the proper adjustments were made, 
(fig. 5). 
For these calibration runs the (HO)-planes of a sample of α-iron powder were used. 
The sample has a mean transmission of about 0.5, and the break is almost symmetrical. 
Both runs were taken with a different flight-path length : 
Run 1 : L = (191.91 ± 0.02) cm, 
and Run 2 : L = (194.70 ± 0.02) cm. 
© L = 194,70 + 0,02 cm 
© L = 191,91 + 0,02 cm 
1900 2000 2100 2200 2300 
1980 2075 
FIG. 5. — Transmission of (110) s-Fe after adjustement ( 1 ) and during the boron runs (2) . 
^ 
Both measurements were made with a rotor speed of 100 revolutions per second. The 
break position was determined as discussed in 3.2.1, and an error of 0.2 % was accepted for 
both break positions. The time difference between them yields the time shift after correction 
for the difference in flight-path length. 
The result is : t0-shift = —(123 ± 3) μβ. The negative sign means that the total flight 
time in the boron measurements has to be reduced by this amount. 
Some of the boron measurements were made at an other rotor speed. The error however 
results from an angle difference and should be exactly proportional to the rotor angular speed. 
In order to check this dependence a graphite sample was run at 50.6 revolutions per second and 
the shift of the C(002) planes was calculated as —(238 ± 10) \xs, in agreement with the pre­
vious value assuming angular velocity dependence of the t0-shift. 
20 
4. MEASUREMENTS AND RESULTS (*) 
4.1 — Measurement of neu t ron transmission. 
A series of preliminary experiments was performed to check whether some of the 
experimental conditions are satisfied i.e. : 
— the stability of the neutron detectors used as either main time of flight counters (BF3 
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FIG. 6. — BFs counters characteristics, (type 12EB70/G). 
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FIG. 7. — U-:ir' fission monitor characteristics. 
Volt 
berj. Both of them offer a suitable plateau in the range of working conditions with 
respect to eithet the anode voltage or the discrimination threshold (Fig. 6 and 7) ; the 
counter readings were repeatedly subjected to tests of statistical acceptability ; 
a preliminary transmission test was carried out with samples 8 mm-thick ; this proved 
valuable as a means of defining and improving the measurement conditions, which 
were found satisfactory when applied to 20 mm-thick test specimens ; 
the quartz cells and Cd diaphragms delimiting the effective section of the neutron beam 
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have been subjected to comparative "blank" transmission tests in order to check their 
degree of identity and select those most suitable for filling with the boron preparation. 
The identical nature of the diaphragms was checked within 0.1 % accuracy, this limit 
being imposed simply by the statistical counting fluctuations. As a result, a group of five 
quartz containers proved to be identical to 0.2 % about the mean transmission value for a 
beam of thermal neutrons 
T=92 .5 % 
For each of the samples exposed to the neutron beam, and for every flight time 
analysis channel, the A counts recorded by the detectors and m counts recorded by the 
flux monitor were totalised ; the two measurements were then repeated placing a 0.5 mm­
thick Cd shield in front of the samples, the respective A' and m' count being recorded. 
This second measurement provides a background count of the thermal neutrons which reach 
the detector without passing through the test specimen, together with a background count of 
the epicadmium neutrons (E>0.5eV) contained in the beam and counted at their energy 
or which are slowed on passing through the sample. Accordingly, count normalized to the 
monitor to be used for the calculations is 
N = (A/m — A'/m') 
or adopting the following quantitative symbols : 
[1] 
Material 
B203 + D 2 0 solution . . . . 
D 2 0 
D 2 0 in the solution . . . . 




















(the macroscopic cross­section of helium is disregarded, being in the ratio of 5 · 10—·' in rela­
tion to that of D 2 0) , there exist among them the following relations, in which c is the 
weight concentration of the B203 in the solution ; 
Pi + P2 = ρ 
C = P2 / (Pi + P2) 
Σ, + Σ2 = Σ 
Σο / Σι = po / pi 
from which we can derive 
Σ2 = Σ (1 — c ) Σο [2] 
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Bearing in mind the proportionality between the neutron current intensity and the 
detector counts, [1] of 1.3 gives 
No = Ñ exp ( — Σο d0) [3] 
Ν = Ñ exp ( — Σ d ) [4] 
thus from [2], [3] and [4] we can derive 
1 ρ 1 _ 
Σ τ (B203) = Σ2 = — In (N /N) (1 —c) In (N/N 0 ) [5] 
d po do 
T h e total number of counts m a d e per sample and per channel in the course of the 
two series of measurements , identified by the following " K series" and " L series" symbols, 
as well as their respective exper imenta l condit ions, are given in Tables II and I I I . 
For the two boron solutions, neut ron transmission always remained be tween 32 % 
and 76 %, values regarded as satisfactory for op t imiz ing the effect of the coun t ing statistics 
on the error of the result. 
T h e effective number of pulses per channel varies considerably wi th the pos i t ion of 
the channel over the energy range, assuming that for reasons of efficiency the works is car­
ried out at around the peak of the Maxwel l ian spectrum, the total counts obta ined be ing 
of the order of 10 : i to 10"' pulses /channel . 
Even the background neutrons were counted in order to be subtracted individually 
from each channel , their cont r ibut ion passes from 4 % to 40 % in the case of channels 
subjected to a less intense flux. 
4.2 — Exper imenta l data processing. 
As already pointed out in 4.1, each measurement given in Table II is the total of a 
number of cycles repeated a certain number of times varying from approximately 60 to 80. 
For each cycle, the time of flight analyser provides the following data : 
a) pulses counted by the fission monitor for the whole energy spectrum of the beam imp­
inging on the chopper ; 
b) pulses counted by the BF3 detector and received by the analyser during the analysis time 
cycle. 
c) pulses analysed in each channel of the time of flight analyser. 
Aftet a first selection intended to eliminate either incomplete or obviously unreliable 
results, a second selection was made among the (b) type of counts normalized with respect to 
the monitor (a), the only ones accepted being those for which the deviation from the average 
|x¡—x|, (i being equal to 1, 2. . . n), has in a normal Gaussian distribution 
?(x) = ­ ^ ^ e x p L ( ­ ) J [6] 
V 2~ 2 σ 
a probability ? > 1/2 n, in which η is te number of times the measurement was repeated 
(Chauvenet's criterion). 
It is only then that the data derived from the time­of­flight analysis (c) were accepted 
and applied according to formulae [1] and [5] of 4.1 to obtain the macroscopic cross­section 
of B203. 
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The microscopic cross­section of the B203 molecule is subsequently derived from the 
relation 
M 
σ τ (B203) = Σ τ (B203) [7] 
NAV C ρ 
M = molecular mass of B203 
NAV = Avogradro number (6.02486.1023 molecules/g mole). 
The total cross­section [7] is, according to 1.3, assumed to be a function of the energy, 
or of the time­of­flight, and expressed as follows : 
στ (B203) = (2Κτ + 21) barn, [8] 
a justifiable hypothesis if the quantity 
σΤ (B203) — 21 
Κ = [9] 
2x 
proves to be independent of x. 
The values of σ τ (B203) as a function of the time­of­flight τ are shown in Table IV 
for 25 channels of each of the two "K" and "L" series of measurements. 
The error δ σΤ, should be expected to represent the standard deviation of στ (B203) 
composed of the corresponding deviations of the directly measures quantities. 
According to [5] and [7] of this_ chapter, σ τ (B203) is dependent upon the following 
quantities : c, p0, p, d0, d, Ν , N 0 and N , but only N0 and Ν contribute to more than 0.1 % 
of the error involved in στ (B203) ; for this reason, they were taken into account for the 
calculation of δστ· 
When we undertook to derive the quantity Κ from [9] , the error contained in the 
21 barn and in time of flight χ was also introduced. The first factor cannot be estimated, 
but as the 21 barn figure constitutes < 2.5 % of the total σ τ (B203), the likely error 
cannot be regarded as affecting δ Κ to any appreciable extent. The time of flight being 
determined by. 
tA + t0 
χ = [10] 
L 
tA = time measured by the analyser 
t0 = zero­time calibration 
L = flight path. 
The error contains either that resulting from the calibration of t0 given in Table III or 
that of SL on the flight path. 
It should be made clear, however, that SL is mainly determined by the finite dimen­
sions of the neutron detector in the direction of the flight path, Appendix I. 
Once the uniformity of Κ on the 2 χ 25 channels measured (Fig. 8), has been deter­
mined, the weighted mean value can be derived from it, 
50 50 
Κ = (Σ KiWi l / ÍW; [11] 
i = l i = l 
with regard of the statistical weights, 
W i ^ l / δ Κ ; 2 [12] 
The corresponding standard deviation is derived from 
m / 50 50 
δ Κ = V Σ (Κ, — Κ) 2 w , / ( 5 0 — 1) Σ W, [13] 
ί = 1 ί = 1 
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FIG. 8. — Κ coeff icient of the boron absorption cross-section. 
4.3 — Results and Conclusions. 
The development of the above mathematical operations in line with the method 
expounded in 4.2 leads individually, for the two boron samples with different B 1 0 enrichments 
and in the aggregate for the two series "K" and "L" of measurements, to the following final 
results : 
Κ ± δ Κ 
Natural boron 
Enriched boron 
1.674 ± 0.0041 barnas m.-1 
8.15 ± 0.019 barnas m"1 
The data of paramont significance, however, is the value of σΑ (Β) for neutrons travell­
ing at the conventional velocity v0 = 2200 m/s and obtainable from the relation 
σΑ (Β) 2200 = K/v 0 







σΆ (Β) 22OO barn 
760.8 ±1.9 
3703 ±8.9 
Bearing in mind that the two boron samples differ as to their characteristics, it would 
be interesting to compare the absorption cross-sections of the Β1 0 , σΑ (Β1 0), derived from them, 




σΑ (Β10) at 2200 m/s 
3840 ± 11 barn 
3837 ± 9 barn 
The agreement between the two results can be regarded as very satisfactory, even when 
compared, as was the case in Table I, with the best and most recent determinations made. 
The weighted mean of both results gives the value for the B 1 0 absorption cross-section 
of (3838 ± 10) barn. 
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APPENDIX I - FLIGHT PATH DEFINITION (*) 
The two extremities of the nominal flight path L0 are located as follows : one on the 
rotor axis of the chopper provided with rectilinear slits and therefore symmetrical, the other 
on the geometrical centre of the detector. In view of the fact that the detectors consists of 
cylinder-shaped BF3 counters, 2R in diameter, the axis of which is perpendicular to the neutron 
beam, neutron detection can be carried out at any point of their volume with the probability 
(see Fig. 9), 
dp = φ (χ, y) Σ dx dy [1] 
per unit of length of the counter, Σ being the macroscopic cross-section of the filling gas. 
The neutron flux Φ, owing to its absorption by the counter, varies according to the following 
law : 
φ (χ, y) = φ0 exp [Σ (VR2 — y2 — x)] [2] 
so that, owing to the asymmetry with respect t D Χ, the centre of the moments of the first 
order of the reactions will be found on an abscissa X which can be calculated in terms of 
[1] and [2] : 
X = fvx dp/ fv dp = ƒ fA χ exp [Σ ( V R2 — y2 — x)] dx dy/ 
/|ΎΑ exp [Σ VR2 — y2 — χ)] dx dy [3] 
The value of X, which depends upon the incident neutron energy through Σ, is calcu­
lated for each time of flight channel, and serves for correcting the flight path L0 which thus 
becomes 
L (τ) = Lo — Χ (τ). [4] 
I c 
FIG. 9. — Flight path termination in the detector. 
(*) A. Deruytter, CEN-SCK and A. Prosdocimi, Euratom. 
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Owing to the finite size of detectors, the flight path still contains a factor of uncer­
tainty ÖL, account' of which was taken in the time flight error δ τ through 4.2 [10]. 
In order to assimilate this uncertainty factor to an equivalent standard deviation, we 
assumed, in the simplified case of a uniform flux φ (χ, y) = φ0, that the error on the 
flight path was the quantity δ χ, the distance from the axis of the counter limiting the inter­
val within which occur 0.683 of the reactions of the entire counter. 
δχ 
4 VR2 — y2 dx = 0.683 TÎR2 [5] 
In the specific case of 12 Ε Β 70/G counters, the correction of the flight path fell within 
the interval 0.020 — 0.075 cm. 
The error δχ which affects the estimation of ÖL, and indirectly, that of δτ, is δχ = 
0.55 cm for a cylinder for which 2R = 2.54 cm. 
APPENDIX II ­ CORRECTION FOR MULTIPLE SCATTERING (*) 
Among the incident neutrons removed from the neutron beam as a result of absorption 
or scattering reactions, some are scattered towards the time­of­flight detector as a result of 
repeated collisions within the volume of the sample and are analysed together with those trans­
mitted. In order to estimate the probability of such phenomena we used a simplified model, the 
scope of which was confined to the study of monokinetic neutrons which penetrate into the 
FIG. 10. — Mul t ip le collisions inside the sample. 
(*) A. Prosdocimi, Euratom. 
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sample along its axis and, once inside, undergo a process of isotropic scattering not involving 
any energy exchange. The probability ΈΊ that an incident neutron, after a first collision at 




exp. (— Σ x) . Σ, . exp [— Σ (d—χ)] dx = 
Ω 
ltà exp (— Σ d) 4 π 
[1] 
The probability P2 that the above process will occur after a second collision at 
point 2 subsequent to the first one is made up of the various probabilities which must be 
integrated within the entire volume V of the test specimen : 
Ω Γ 1 1 
P2 = fv [exp (— Σ χ) Σ5 . dx] . [—sin θ d θ; J 
4 π 2 
. [exp (— Σ r) Σ5 dr] . [exp [— Σ (d­x­r cos θ)]] = 
Ω id 
8 π 
Σ exp (— Σ d) dx sinB dØ 
ÍR(x,0) 
exp [ — Σ Γ (1­ sØ)] dr [2] 
The calculation of the probability for scattering of the order > 2 proves to be 
extremely complicated ; accordingly, we shall confine ourselves to the first two terms of the 
total probability Ρ = Ρ! + P2 ­+­ ... + P¡ + ..., particularly since higher order probab­
ilities grow more and more remote. 
If we pass on to the numerical treatment of the special cases in which two samples are 
filled with heavy water and a B203 solution respectively, at a neutron energy of 0.0253 eV, and 
having the following characteristics : 
Σ5 (D20) = Σ$ solution = 
Σ (D20) = 
Σ (solution) 
d = 2 cm 










D20 + B203 
0.00011 
Results of the same order of magnitude would be found if more stringent theoretical 
treatments were applied ; thus, the probability Ρ for an infinite diffusing flat layer would be, 





D 20 + B203 
0.00021 
Whatever results are deemed to be more acceptable, values of Ρ are small enough to be 
disregarded as compared with the other errors affecting the present measurements, particularly 
since the effect which they have in transmission experiments is determined by the difference 
between their values for heavy water and the boron solution respectively. 
A P P E N D I X I I I - SYSTEMATIC E R R O R S (*) 
1. The start signal t0 : 
a) Phase shift with respect to the crystal pulses : The timing pulses are generated by a 
2 MHz quartz oscillator. With this high frequency, the error due to the randomness 
of phase of the start signal and the 2 MHz pulses is reduced to a maximum of 0.5 μβ. 
b) Sensitivity to the PM pulse width. The relatively broad PH pulse passes through a dif­
ferentiating circuit yielding a sharp start pulse at the maximum of the PM pulse. But 
with different rotor speeds, ranging from 50 to 250 revolutions per second, the width 
of the PH pulse will change and the differentiating circuit is somewhat sensitive to this 
width. In this way shifts of 0.5 μβ may occur. 
c) Parallelism of both mirrors and adjustment of the coincidence between PM pulse and 
burst. 
For reasons of intensity we wanted two bursts per revolution ; so two parallel mirrors were 
necessary. To minimize this correction, an end-gauge was fixed in the rotor-axis, with 
thickness variations over the whole surface smaller than ± 0.02 μ, yielding a parallelism 
between the two planes better than 1 second of arc. By rotating the rotor over 180° no 
corrections were necessary to the light source PM adjustment. The adjustment of the 
coincidence between burst and maximum of the PM pulse is limited by the mechanical 
finish of the positioning mechanism of the lamp with respect to the PM, and by the 
accuracy of the determination of the maximum intensity in the detectors. In this way 
the precision of the t0-determination is smaller than 2 minutes of arc, a smaller than 
0.5 μβ/πι with a rotor speed of 100 revolutions per second. The mechanism we used 
could certainly be improved, and the error reduced. 
2. Length of the fl ight-path : length measuring technique and shift of the mean 
detection point . 
a) The end point of the flight-path is the detection point of the neutron. 12 EB 70/BF3-
counters with a 1 inch diameter are used. The mean detection point does not coincide 
with the central wire, but is shifted towards the coming neutrons. This shift is a 
function of the neutron energy and typical figures are En = 0.025 eV, shift = 0.04 cm. 
(*) A. J. Deruytter, CEN-SCK. 
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b) To measure the length of the path a telescopic system was used, provided with a disk 
at one side and a threaded head at the other. The disk, perpendicular to the rod, 
served as a tangent plane to the rotor. At the other side a metal plate with accurately 
known thickness was put tangent to the counters. By the threaded head the system 
length was adjusted to the distance from rotor to counters and measured afterwards in 
the laboratory to ± 0,1 mm. From the knowledge of the rotor diameter and the shift 
of the mean detection point the mean length can be determined for each neutron 
velocity with a precision of about 0.2 mm. For the 2 m flight path this measuring 
technique yields an error of about 10—4. 
Due to the finite thickness of the BF3-detectors there is a distribution of individual path-
lengths about the used mean length. This distribution influence the resolution, but does not 
have a great effect on the calibration of the wavelength-scale, as there is a good agreement 
between experimental and theoretical resolution widths. For the cut-off of the (HO)-planes in 
α Fe (See Fig. 4) the experimental resolution width is 52 \xs. The theoretical width is 
50 μϊ calculated from burst duration, channel width, mean thickness of the counters, etc., in 
the usual way. Both are in very good agreement. 
3. Time of arrival. 
The pulse from the BF3-counter allows the measurement of the elapsed time. By means 
of a pulse-shifter this pulse is shifted towards the following clock-pulse. The BF3-pulse only 
passes through this circuit upon arrival of thï following 10 μ5 pulse. The full width at 
half heighth of the clock pulse is 0.25 μβ. The rise time of the BF3­pulse after amplificat­
ion and discrimination is about 0.8 [xs. The pulse­shifter is adjusted so as to give an output­
signal when the BF3­pulse reaches half its height when coincident with the clock pulse. So 
the BF3­pulse should arrive at least 0.4 μβ before the end of the clock pulse in order to be 
counted in the right channel and not be shifted towards the following clock pulse. This 
means a 0.15 μβ^ΐιίίι towards long wavelengths. An improvement would be possible by 
the use of fast transistorized equipment, or by using the 0.1 μβ fast scintillation time in a 
4. Elapsed time. 
The frequency of the crystal, used as a master oscillator for the timing circuits, was 
established as 20° C as 2,000,203.6 ± 0.1 Hz, and the temperature dependence of the fre­
quency was determined as —0.4 Hz/°C by C.C.R.M. (Centre de Contrôle des Radiocommunica-
tions des Services Mobiles, Uccie, Belgium). So the time frenquency equals 2 MHz within 
IO -4, an order of magnitude smaller than the final error in the flight time. 
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In the following table a list of the systematic errors is given with their absolute value 
and their relative error in the time-of-flight. The calculations are made for 500 μβ/πι neutrons, 
100 rps rotor speed and a 2m flight-path. 
Source of Error Absolute Value Relative error in the time-of-flight 
1) Start Signal. 
a) Phase shift with respect to the crystal 
pulses 
b) Sensitivity of differentiation circuit to 
the PM pulse width 
c) Parallelism of both mirrors . . . . 
2) Length of the flight path. 
Shift of the mean detection point and the 
length measuring technique 
3) Time of arrival. 
Rise time of the detector pulses and width 
of the clock pulses 
4) Elapsed time. 
Deviation of the crystal frequency from 
2 MHz 
Temperature dependence of the frequency . 
Total error due to systematic errors . . . . 
0.5 [xs 
0.5 μβ 
1 second of arc 
(0.01 us) 




203.6 ±0.1 Hz 
(0.1 us) 
—0.4 Hz/°C 
(2 χ IO"3 us) 
5 χ 10-4 
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ORNL-Oak Ridge 
Col. Un.-New Yotk 
Col. Un.-New York 
CEN-BCMN - Mol 
CEN-BCMN - Mol 
Method 
Transmission by slow chopper 
Transmission 
Transmission by slow chopper 
Transmission by slow chopper 




Pile oscillator with reference 
to measured boron 
Transmission by slow chopper 
Transmission by slow chopper 
a) Chryrtal spectrometer 
b) Pulsed cyclotron 
Neutron lifetime 
Neutron lifetime 
Transmission by pulsed 
cyclotron 
Transmission by fast chopper 
Transmission by fast chopper 
Transmission by crystal 
spectrometer 
Transmission by crystal 
spectrometer 
Transmission by slow chopper 












0.022 - 0.042 
0.00291-0.1 
0.006 - 0.08 
0.006 - 0.08 
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ON BORON THERMAL CROSS-SECTION 
Sample 
Quartz cell containing D20 + NaOD 
solution of B203 
Aluminium cell containing D20 solu-
tion of B203 
Boron glass plates manufactured by 
Corning Glass Co. 
Heavy water solution of B203 
Water solution of borax 
Quartz cell containing D20 + NaOD 
solution of B203 
Boron glass powder 
Boron glass plates manufactured by 
Corning Glass Co. 
Water solution of borax 
Water solution of borax 
Aluminium cell containing D20 
solution of B203 
Quartz cell containing D20 solution 
of NaB02 
Quartz cell containing D20 solution 
of NaB02 
Quartz cell containing D O solution 
of deuterated boric acid 
Quartz cell containing D2O solution 
of deuterated boric acid 
Boron source - Isotopie 
ratio 
natural 
ANL standard boron 
California boron by ANL 
California boron 
Harwell standard boron 
California boron 
natural 
Harwell standard boron 
Harwell standard boron 
Harwell standard boron 
California boron 
natural 
ANL-BNL standard boron 
natural 
enriched boron 
(result reduced to B10) 
ANL-BNL standard boron 
19.8 % B10 
enriched boron 
(result reduced to B10) 
ANL-BNL standard boron 
natural, 19.81 % B10 





































760.8 ± 1.9 
























3837 ± 9 
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Tab. III — EXPERIMENTAL CONDITIONS FOR THE SLOW CHOPPER 
Rotor speed 
Neutron burst length 
(full width) 





Flight path, Lo 
Run « K » 




— (165 ±4) μ5 
1000 s/cycle 
58 ­ 66 
Run « L » 




— (123 ±3) μβ 
1000 s/cycle 
78 ­ 83 
194.70 ±0.02 cm 
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Tab. IV. BORON TOTAL CROSS­SECTION VERSUS TIME­OF­FLIGHT 
Run 
" Τ ^ » 


















































































































































































































στ (Β203) δ στ (Β203) 
barn barn 
































































































.'·■::'.: I H Mim 
